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NUCLEONIC GAUGE मा� प्रयु�क्त IRGD के�  तिलए टा�इप अनं�मा!दिद� उपकेरण
TYPE APPROVED EQUIPMENT FOR IRGD USED IN NUCLEONIC GAUGE

युह आपके�  दिदनं�
के 04/03/2022 के�  आवे�दनं स
. 22-883882 के� स
दर्भ( ह)। परमा�ण� ऊजा�( अति,तिनंयुमा, 1962 के� ,�र� 16

के�  �ह� प्रदत्त शक्तिक्तयु0 के� प्रयु!ग केर�� हए, परमा�ण� ऊजा�( (क्तिवेदिकेरण स
रक्षण) तिनंयुमा 2004 के�  तिनंयुमा 3 के! पढ़ें�, परमा�ण� ऊजा�(
तिनंयु�माके परिरषद (एईआरब7) ए�दद्वा�र� Endress+Hauser GmbH+Co. KG, India द्वा�र� तिनंतिमा(� IRGD यु9तिनंटा मा:डल FQG63 के�
तिलए र�दिडयु!ल:जिजाकेल स
रक्ष� दृक्ति>के!ण स� र्भ�र� मा� क्तिबक्री�, स्��पनं�, स
चा�लनं, सक्तिवे(तिस
ग और रखरख�वे के� तिलए अनं�लग्नंके-I मा�
दिदए गए �केनं7के� क्तिवेतिनंदDश0 के�  स�� टा�इप अनं�मा!दनं के! नंवे7नं7केE � केर�� ह)

This has reference to your application no. 22-883882 dated 04/03/2022 . In exercise of the powers conferred under
Section-16 of the Atomic Energy Act, 1962 read  Rule 3 of the Atomic Energy (Radiation Protection) Rules 2004, the
Atomic Energy Regulatory Board (AERB) hereby renews Type Approval from radiological  safety view point for the
IRGD Unit Model FQG63 manufactured by Endress+Hauser GmbH+Co. KG, India with technical specifications  given in
Annexure-I  for sale, installation, operation, servicing and maintenance in India.

तिनंयुमा एवे
 श�F TERMS AND CONDITIONS

1. युदिद मा:डल मा� के!ई परिरवे�(नं दिकेयु� जा��� ह) �! युह टा�इप अनं�मा!दनं अमा�न्यु ह! जा��� ह)। This Type Approval becomes
invalid if any change is made in Model.

2. उपर!क्त उपकेरण खर�दनं� के�  तिलए एईआरब7 स� आवेश्युके अनं�माति� प्र�� केरनं� वे�ल� यु9जार के! ह� यु9तिनंटा के� आप9ति�( के� जा�एग7।
The Unit shall be supplied only to the user who has obtained requisite permission from AERB to procure the
above equipment.  

3. इस टा�इप अनं�मा!दनं के� समा�ति� के�  ब�द केति�� मा:डल के� आप9ति�( इसके�  प�नंवेI,7केरण पर सश�( ह)। The supply of the said
Model after expiry of this Type Approval is conditional upon its revalidation.

4.     युह टा�इप अनं�मा!दनं प्रचा�लनं अनं�र्भवे फा�डब)के के�  आ,�र पर समा7क्ष� और स
श!,नं के�  अ,7नं ह! सके�7 ह)। This Type
Approval may be subject to review and modification based on operational experience feedback.

5. अति�रिरक्त तिनंब
,नं एवे
 श�F अनं�लग्नंके-II  मा�  क्तिवेतिनंदिद(> दिकेए अनं�स�र ह)।  The additional  terms and conditions  as
specified in Annexure-II.

                                                                                                                     

    सक्षमा प्र�ति,के�र�  Competent Authority

 
G. Nageswara Rao
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अनं�लग्नंके   ANNEXURE-I  

क्तिवेवेरण Details

उपकेरण के� प्रके�र Type of Equipment IRGD

मा:डल Model FQG63

स्रो!� Source Co-60,Cs-137

माहत्तमा गति�क्तिवेति, Maximum Activity 185,000 MBq

माहत्तमा वे!ल्टा�जा र�दिटा
ग (kV) 
Maximum Voltage Rating (kV)

NA

माहत्तमा केर�टा र�दिटा
ग (mA)
Maximum Current Rating (mA)

NA

माहत्तमा फा!टा!नं ऊजा�( (MV)
Maximum  Photon Energies (MV)

NA

माहत्तमा इल�क्ट्रॉ:नं ऊजा�( (MeV)
Maximum  Electron Energies (MeV)

NA

मा9ल ऊपकेरण क्तिवेतिनंमा�(�� 
Original Equipment Manufacturer

Endress+Hauser GmbH+Co. KG,   Germany

मा9ल ऊपकेरण आप9ति�(के��( 
Original Equipment Supplier

Endress+Hauser (India) Pvt. Ltd., India

सक्षमा प्र�ति,के�र� Competent Authority

G. Nageswara Rao
Chairman



अनं�लग्नंके   ANNEXURE-II  

1. आप9ति�(के��( उक्त यु9तिनंटा के� आप9ति�( स� पहल� युह स�तिनंजिN� केर�ग� दिके उपयु!गके��( के�  प�स यु9तिनंटा और स्रो!� के� खर�द के�  तिलए
र�दिडयु!ल:जिजाकेल स
रक्ष� प्रर्भ�ग,  एईआरब7, मा�
बई के� वे), अनं�माति� ह)। The supplier shall ensure prior to the supply of the
said unit that the user has valid permission from Radiological Safety Division, AERB, Mumbai to procure the unit
and the source.  

2. यु9तिनंटा/मा:डल के� वेल र�दिडयु!ल:जिजाकेल स
रक्ष�  प्रर्भ�ग,  एईआरब7,  मा�
बई द्वा�र�  अति,केE � परिरषद मा�  प्रस्��क्तिप� दिकेयु�
जा�एग�। The unit/model shall be installed only at premises authorised by Radiological Safety Division, AERB,

Mumbai.  

3. आप9ति�(के��( आयु��,  क्तिबक्री�,  स्��पनं�,  केमा7शतिनं
ग,  सक्तिवे(तिस
ग और रखरख�वे,  प�जाO के� आप9ति�(,  स्रो!� प्रति�स्��पनं,  यु9तिनंटा/मा:डल के�
ड�केमा7शनंनं/दिडसमा�न्टातिल
ग और र�दिडयु!,माP स्रो!� के�  तिनंपटा�नं,  जा! ल�ग9 ह!,  के�  तिलए जिजाम्मा�द�र ह!ग�। The supplier shall be
responsible for import,  sale,  installation,  commissioning,  servicing and maintenance,  supply of spares,  source
replacement, decommissioning/dismantling of the unit/model and disposal of the radioactive source, as applicable.

4. आप9ति�(के��( एईआरब7 के! यु9तिनंटा/मा:डल के�  आयु��, क्तिबक्री�, स्��पनं�, केमा7शतिनं
ग, सक्तिवे(तिस
ग और रखरख�वे और प्रदतिश( के� जिस्�ति�
के�  ब�र�  मा�  स9तिचा�  रख�ग�।  The  supplier  shall  keep  AERB  informed  about  the  import,  sale,  installation,

commissioning, servicing  and maintenance  and  performance  status of the  unit/model.  

5. टा�इप अनं�मा!दनं प्रमा�णपत्र मा� उजिल्लजिख� तिनंयुमा0 एवे
 श�O के�  क्तिब
द� 2 के! छो!ड़केर सर्भ7 उपकेरण0 पर ल�ग9 ह!�� ह)।
Point 2 of terms and conditions as mentioned in the type approval certificate is applicable to all equipments except
cabinet type x-ray  inspection systems.  
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