
Installation instructions to assure the IP rating of assembly 

Thermowell to XA01799T or  XA00044R

Torque for process connection 10Nm 

Sealing with Part No.  71564397

torque

4Nm to mount cable gland

Installation instructions:

• Comply with the enclosed safety instruction XA01799T or XA00044R.

•Install the device according to the manufacturer's instructions and any other valid standards and

regulations (e.g. IEC 60079-14).

• Warning!
For assure that the temperature assembly has a degree of protection of at least
IP6X the specified torque of 10Nm for tightening the thermowell shall be
applied.


