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Modification of chapter “Power distribution” on BA448C/07/en/06.10  

Terminal strip assignment: 

Connection 12 Not used 
Connection 16 24 V DC Power supply 
Connection 17 Solenoid valve 2 strip chamber rinsing 
Connection 18 Solenoid valve 8 dosing 
 

Relay module assignment: 

Relay No. 2 3A Solenoid valve 2 strip chamber rinsing 
 

Power distribution wiring diagram on the following page  -> 
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