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Parties concerned can lodge objection 
against this decision, within six weeks after 
the date of submission, to the general 
manager of NMi (see “Regulation objection 
and appeal against decisions of NMi”) 

This document is issued under the provision 
that no liability is accepted and that the 
applicant shall indemnify third-party 
liability. 

Reproduction of the complete document is 
permitted. 

 

 

 
 
Issued by NMi Certin B.V. 
 
In accordance with The “Metrologiewet” (Stb. 2006, 137) and the “Meetinstrumentenbesluit 

II”, article 5, point a (Stb. 2009, 494) 
 
Applicant  Endress + Hauser GmbH + Co. KG 

Hauptstrasse 1 
Maulburg 
Germany 

 
Part  calculating and indicating device, intended for use in combination 

with a liquid level gauge 
 
 Make : Endress + Hauser GmbH + Co. KG 
 Type : NRF 590 
 
 Software versions : Refer to paragraph 1.1.2 of this 

Test certificate. 
 
 Further properties are described in 

- Description TC7351 revision 2  
- Documentation folder TC7351-2  

 
Remark This revision 2  replaces the previous revision 1. The documentation folder 

TC7351-3 replaces the previous documentation folder TC7351-2. 
An overview of the performed tests is given in the Appendix that 
appertains to this Test Certificate. 

  
 
 
 
 
 
Issuing Authority 

 
 
 
 
 
The Designated Body, NMi Certin B.V. 
9 March 2012 
 
 
 
 
C. Oosterman 
Head Certification Board 
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