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Additional information to the following chapters of the operating instructions: 
 

 
1.4    Notes on safety icons and symbols 

 
 
 

      Double insulation, this is a Class II (isolated) device.  
 
 
 
 
4       Wiring 
 
The device does not have a power switch. 

• You must provide a protected circuit breaker in the vicinity of the device. 
• This must be a switch or a power-circuit breaker and you must label it as the circuit breaker for the device. 
• At the supply point, the power supply for the 24 V versions must be isolated from dangerous live cables by 

double or reinforced insulation. 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 


